Direct carboxyhemoglobin determination by derivative spectroscopy.
A fast and sensitive method for the determination of carboxyhemoglobin (COHb) in blood using derivative spectroscopy is described. The addition of sodium dithionite as a reducing agent is not required. The concentration interval studied was from 0.5% to 100% COHb.